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 NA

Sample ID :

AR No :

 PR-PHMTZ-004

 CX1-15689

Meter ID :

Done By :

Product Type :

Probe ID :

 IINPROCESS

 NA

 Prem kumar

Reviewed By :

Date & Time : 24-04-2025 & 10:02:58

Thermofisher

 01-10-2024 & 14:36:47Date & Time :

Printed By :

T. Sivanarayana

Comment :  Reviewed

Thermo Scientific (c) 2011

          Versa Star Pro

Meter S/N               V122329
SW Rev                  11.50

Channel - 1

Module S/n #         VA36273
Mode                 pH
pH                   5.90 pH
mV                   65.8 mV
Temperature          24.5 C (ATC)
Average Slope        99.0 %
Method               100
CalLog #             PH_CAL_104
Last Cal             01-10-24,09:12

Product Name :

 01-10-2024 & 11:40:12

 PIPERACILLIN

Date & Time :

 TZ0024090Batch No :


